White blood cell (WBC) count is a valuable metric for assisting with diagnosis or prognosis of various diseases such as coronary heart disease, type 2 diabetes, or infection. Counting WBCs can be done either manually or automatically. Automatic methods are capable of counting a large number of cells to give a statistically more accurate reading of the WBC count of a sample, but the specialized equipment tends to be expensive. Manual methods are inexpensive since they only involve a conventional light microscope setup. However, it is more laborious and error-prone because the small field-of-view (FOV) of the microscope necessitates mechanical scanning of a specimen for counting an adequate number of WBCs. Here, we investigate the use of Fourier ptychographic microscopy (FPM) to bypass these issues of the manual methods. With a 2x objective, FPM can provide a FOV of 120 mm 2 with enhanced resolution comparable to that of a 20x objective, which is adequate for non-differentially counting WBCs in just one FOV. A specialist was able to count the WBCs in FPM images with 100% accuracy compared to the count as determined from conventional microscope images. An automatic counting algorithm was also developed to identify WBCs from FPM's captured images with 95% accuracy, paving the way for a cost-effective WBC counting setup with the advantages of both the automatic and manual counting methods.
Introduction
White blood cells are the effector cells of the immune system and circulate throughout the bloodstream and lymphatic system. An infection or a physical injury results in an inflammatory response, which induces increased production of WBCs for resolving the injury or infection. Due to this association between WBCs and inflammatory response, WBC count is a valuable metric for diagnosis and prognosis of several diseases. Several researchers have found that a high WBC count is strongly related to the risk of coronary heart disease [1] [2] [3] [4] [5] [6] , which further elucidated the link between the cardiovascular disease and inflammation [4] . Smoking was found to cause an increase in WBC count, but there is growing evidence that a high WBC count is a predictor of coronary heart disease regardless of one's smoking status [5] . Not only does the high WBC count predict the development of macro-and micro-vascular complications in patients with type 2 diabetes [7] , but the future onset of type 2 diabetes has also been linked to a high WBC count [8] . In pediatrics, a high WBC count has been found to be an indicator of bacteremic infection in children [9] . Thus, WBC count can be a valuable tool for prognosis of diseases.
In the broadest sense, there are two ways to count WBCs: an automatic method and a manual method. Flow cytometry is a common automatic method that works by flowing WBCs in a single file through electronic detectors [10] . The detectors then quantify the optical and electrical properties of the stream of fluid to differentially count the five types of WBCs. This method is convenient for analyzing large volumes of blood samples in the most time efficient manner, and is becoming more economical with advances in microfluidics flow cytometry [11] . However, because it does not capture any images of the cells being analyzed, further investigation into the cells' morphology and variation is almost impossible. Moreover, it cannot identify cells with abnormal physiology because its identification method depends on the accepted ranges for the signature characteristics of the cells in the blood. Image cytometry bypasses these problems by also capturing the images of the flowing analytes on top of performing flow cytometry [12] . Although it is very powerful, it is unfavorable for resource-limited research labs or clinics due to its expensive price tag.
A manual counting method is an alternate way to count WBCs, but with much lower throughput. The manual WBC counting method can be performed on either a blood smear sample or a hemocytometer using a standard microscope system. The specimen can either be viewed directly through the microscope's eyepiece or captured into image files. For a blood smear sample, the monolayer regions are mechanically scanned for counting the total number of WBCs [13] , while for a hemocytometer, the gridded area is scanned for the counting purpose [14] . Although the manual method is more laborious and time consuming, it offers scientists the flexibility to use a wide array of objective lenses available for the standard microscope for careful visual analysis of the specimens. High-quality yet inexpensive imaging devices of today's technology allow for this application in resource-limited settings [15] .
One of the technical problems associated with the manual counting method is the error associated with the mechanical scanning of the glass slide. A conventional microscope's performance is limited by its space-bandwidth product, meaning that there is a trade-off between the image's resolution and the microscope's field-of-view (FOV). Generally, in order to view and non-differentially count WBCs under a conventional microscope, an objective with the magnification power of at least 10x (0.25NA) is used [16] . For a differential WBC count, an oilimmersion objective with around 100x magnification (1.4NA) is used. However, at these high magnification powers, the FOV is very small, which necessitates mechanical scanning of the glass slide during the counting process. This is unfavorable because the scanning movement has to be precisely aligned and controlled to avoid any overlap of the scanning regions. Another disadvantage of using standard microscopy for manual counting is the physical strain on clinicians associated with the manual scanning of the slide and direct observation through the microscope. Routine performance of analyzing specimens under a standard microscope may be detrimental to the clinicians [17] .
Here, we investigate the use of Fourier Ptychographic Microscopy (FPM) as a solution that can remedy the issues inherent in the manual WBC counting method. FPM is a novel microscope imaging method first reported in [18] that can computationally stitch together a series of lower resolution, wide FOV images in the Fourier domain to produce a higher resolution, wide FOV image. With FPM, large area of the monolayer region of a blood smear can be imaged free of any mechanical movement involved in scanning. FPM requires minimal modifications to a conventional microscopy setup, only involving an LED matrix and a CCD camera. We demonstrate its viability for use in counting WBC by having a specialist in hemocytometry compare its performance against that of a conventional 20x microscope setup, which acts as the ground truth in our study. Only non-differential WBC count was conducted with the setup described in the following sections. FPM's potential for differential WBC count is noted. Finally, the effectiveness of an automatic WBC counting algorithm on the FPM images is discussed.
Principles of FPM
FPM is a computational method that can effectively increase the NA of a microscope system to acquire a high-resolution and complex-amplitude image of the specimen with the benefit of the wide FOV associated with a low NA objective. The technology makes use of two key elements: (1) the fact that illuminating a specimen with an oblique plane wave in a microscope setup results in laterally shifting the specimen's Fourier spectrum in the back focal plane of the objective lens; and (2) the ability to recover the phase information of the specimen from its intensity image by a phase retrieval algorithm [18] . FPM setup, as shown in Fig 1, involves a conventional microscope setup with its light source replaced by an LED matrix. We assume our LEDs to be quasi-monochromatic, and the more detailed analysis is found in [19] . The light field emitted from one LED can be approximated as a plane wave within a small region at the sample plane because the large distance (~8 cm) between the LED and the specimen increases the spatial coherence of the LED. The plane wave has vector components (kx, ky) associated with the oblique illumination of the LED on the sample. Lighting up one LED causes the sample's Fourier spectrum to be shifted by (kx, ky) at the objective lens's back-focal plane, and the finite numerical aperture (NA) of the objective lens acts as a low-pass filter that transmits only a small subregion at the center of the shifted Fourier spectrum. The low-passed Fourier component is further propagated to the image plane and is captured by a camera. LEDs are lit up sequentially so that the captured images contain partially overlapping Fourier subregions that together span the entire Fourier spectrum of the specimen. The captured images are broken up into smaller tiles of spatially coherent regions, whose dimension is given by the van Cittert-Zernike theorem: L = 0.61λz/a [20] , where λ is the LED wavelength, z is the LED to sample distance, and a is the radius of the LED's active area. With the LED dimension of 200 μm x 200 μm, distance between the LED matrix and the sample of 8 cm, and the wavelength of 630 nm, the coherence length is~307 μm. Also within this dimension, the spatially varying aberrations are assumed to be constant. We reconstruct each tile separately so that the spatially varying aberration across the microscope's FOV can be addressed by the reconstruction algorithm discussed below.
For each tile in the FOV, it is possible to recover its expanded complex Fourier spectrum from the variably illuminated intensity images by applying the phase retrieval algorithm reported in [21] , called embedded pupil function recovery (EPRY) algorithm. The algorithm iteratively solves for the expanded Fourier spectrum by using the intensity images as a constraint in the spatial domain and the objective's finite NA as a shifting low pass constraint in the Fourier domain. In this process, the algorithm is able to not only generate the high-resolution complex amplitude image of the specimen, but also separate the pupil function and the specimen's complex amplitude function from the image. The pupil function contains the aberrations of the microscope associated with its lens system and the defocus caused by misalignment of the sample at the focal plane, both of which can be dependent on the tile's location in the FOV. Therefore, the specimen's complex amplitude function is an aberrationcorrected, diffraction-limited complex image of the specimen. By stitching the tiles together in the spatial domain, we obtain the specimen's intensity image and phase information separated from aberrations across the entire FOV.
Materials and Methods

Ethics Statement
The study was approved by the Caltech Committee for the Protection of Human Subjects (IRB) at The California Institute of Technology (IRB No. 14-0464). All the blood specimens 
Blood Smear Preparation
A Wright-Giemsa stained blood smear was prepared for testing FPM's performance against that of the conventional microscopy. 2.0 mg EDTA/mL was added to a whole blood sample, and 1 μL of the mixture was smeared uniformly across a cover glass using another cover glass at a 30 degree smearing angle. After the specimen was air-dried for 5 minutes, HEMA 3 Wright-Giemsa staining kit from Fisher Diagnostics was used to fix and stain the specimen. The kit involved dipping the specimen for 1 second sequentially into three Coplin jars, with the first one containing methanol-based HEMA 3 fixative solution, the second containing HEMA 3 solution I, and the last containing HEMA 3 solution II. The dipping steps were repeated 5 times for each specimen. Then, the specimen was rinsed with deionized water and air-dried for another 5 minutes.
Imaging using FPM and Conventional Microscopy Method
An Olympus BX 41 microscope with 20x objective (UPlanFL N, 0.5 NA, Olympus) was used for the conventional WBC counting method. 20 different areas on the blood smear specimen were imaged using a CMOS color camera (MT9P031, 2.2μm pixel size). For FPM method, the same microscope with a 2x objective (PlanApo N, 0.08 NA, Olympus) was used with red LEDs (SMD 3528, 632nm central wavelength,~10nm bandwidth after a bandpass filter) as the light source, and the same 20 regions were extracted from its wide FOV image captured by an inline CCD camera (Kodak KAI-29050, 5.5-mm pixel size). 15 x 15 LEDs were sequentially lit up for the capturing process, providing an effective NA of~0.5 for the FPM system. The entire capturing process took~3 minutes (limited by the LEDs' brightness and the camera's frame-rate) and the reconstruction~10 minutes (limited by the computer's processing speed). We used monochromatic images for this study because only the contrast information was needed for identifying WBCs from the specimen.
Blinded counting of WBCs
The images of the 20 blood smear regions obtained by the conventional 20x microscope system were analyzed by a trained specialist. The WBC count for each image was tabulated, establishing the baseline value for testing the FPM's performance. To ensure that the study was blinded, the specialist was given a 2-week time window before he analyzed the corresponding 20 regions obtained by FPM. Moreover, the order of the FPM images was randomized. The WBC count for FPM images was tabulated, and the 20 pairs of FPM and conventional microscope images were matched for comparing the respective systems' WBC count in each region. In the blinded comparison study, the specialist was able to count the same number of WBCs in each region for both conventional microscopy images and the FPM images. In total, 38 WBCs were counted for both methods, and there were no false positive or false negative readings from the FPM. The result is summarized in Table 1 . This indicates that the images captured by FPM are of adequate, if not exceeding, quality for WBC counting procedure and are able to produce accurate diagnoses. Thus, we confirm that FPM is a suitable substitute for standard microscopy that hematologists can use to perform WBC count.
Results and Discussion
The key advantage of FPM, as demonstrated in Fig 2, is its ability to resolve a high-resolution image with a wide FOV. In this setup, we were able to acquire the blood smear image with the FOV provided by the 2x 0.08 NA objective with the resolution comparable to 20x 0.5 NA objective. The wide FOV is highly favorable for counting WBCs using a microscope because it eliminates the amount of mechanical scans a specialist would need to perform on the blood smear specimen to count enough WBCs for analysis. Manual mechanical scanning can introduce errors in the counting process by creating unintended overlaps between the scanning There were 38 WBCs in total. Conventional microscopy method was considered as the ground truth. A specialist could count WBCs using FPM with 100% accuracy. WBC count using a computer algorithm was accurate 95% of the time.
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regions instead of imaging perfectly contiguous regions. However, with FPM, such errors are significantly reduced by lowering the number of required scanned regions, or are even eliminated when enough WBCs can be counted in one FOV. Considering that about ten 40x microscope fields are typically required for sufficiently estimating the total WBC count in blood, the total FOV required is~5 mm 2 [22] . FPM exceedingly satisfies this requirement with its 2x
objective, which has a FOV of 120 mm 2 . In comparison, the 20x 0.5 NA objective has 1.2 mm 2 FOV, which necessitates lateral scanning of the slide. It is worth contrasting the FPM method with other whole slide imaging (WSI) methods that incorporate precisely aligned mechanical components to achieve a high-resolution, wide FOV image. There are several advantages that FPM has over these methods. One is the stability of the FPM due to the lack of any moving parts. The absence of moving parts implies less wear and tear, so the system's integrity can be preserved for a longer period of time. Second, and arguably the biggest advantage of FPM, is FPM's robustness to possible errors resulting from an improperly focused setup. In a standard WSI method, most image-quality problems are focus related [17] . Out-of-focus images entail repeating a new set of image acquisition after properly focusing the objective. In the case with FPM, the strenuous repetition is unnecessary due to its refocusing ability [18] . Because the image that FPM reconstructs is a complex image containing both its amplitude and phase, it can be digitally propagated in the z-axis to its correct focal plane, providing an effective depth of focus of 300 μm [18] . As a result, FPM can image a specimen with uneven surface profile such that the entire area is in focus across the imaged FOV. Blood smear samples with spatially varying thickness levels, or even tilted specimens from misalignment can be successfully imaged using FPM. Third, FPM is much less expensive than WSI. WSI usually involves a precision mechanical stage that can cost US $100,000~150,000 apiece [17] whereas FPM only requires adding an inexpensive LED matrix (US$50) to the existing conventional microscope system.
The presence of nuclei in WBCs is identified from the FPM images. In addition, the nuclei's morphology can be observed. Most of the WBCs in Fig 3 show the multi-lobed nucleus structure, which is an indicator for neutrophil, eosinophil, or basophil, and one WBC displays an eccentric nucleus, which is characteristic of a lymphocyte. In this study, differential WBC counting was not performed. However, the high-resolution FPM images suggest that using a higher NA objective and wider angles of LED illumination in FPM setup to further increase the effective NA up to~1.4 may enable differential WBC counting on our system. For readers interested in the implementation of a high NA FPM system, please refer to [23] . Also, acquiring a full-color image of the blood smear may aid our system in performing differential counting because the color of the cells helps for distinguishing different types of WBCs.
The clear morphological difference between the WBCs and RBCs in the smear images prompted us to apply an algorithm to automate the WBC counting process. Because of WBCs' markedly high contrast originating from the presence of a nucleus, an algorithm could be developed to isolate the high contrast regions, and use them as the markers to identify the WBCs in the blood smear images. Using MATLAB, we quantified the difference in contrast and size of the WBCs compared to RBCs. With this information, the algorithm was able to identify WBCs with 95% accuracy across the 20 acquired sample images, as summarized in Table 1 . An example of the algorithm's WBC identification is shown in Fig 4. The errors in counting were found on images where (1) either the contrast of WBCs' nuclei was not high against the background RBCs or (2) the RBCs were clumped up in one region, producing a contrast as high as that of WBCs' nuclei in their proximity. Nevertheless, with the counting accuracy of 95%, the algorithm can assist clinicians in manually counting a large amount of blood samples. Including more parameters other than WBCs' contrast and size in the program is expected to lead to higher accuracy.
Conclusion
We have demonstrated that FPM can be useful for WBC counting thanks to its large FOV and high resolution that only require the addition of an inexpensive LED matrix to a conventional microscope setup. It significantly reduces or even eliminates the amount of scanning of the blood specimen required for manual counting of the WBCs. The low cost of FPM may enable a wider community to acquire high-resolution wide-field images comparable to those from WSI and to perform WBC count procedures more ergonomically. FPM's digital acquisition of images also makes it a strong candidate for telemedicine applications. Further improvements in the image resolution will also enable differential WBC counting on FPM system. Applying more parameters for distinguishing WBCs from the blood sample to the automatic counting algorithm will lead to higher accuracy. 
